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OF AUDIO-FREQUENCY 


AMPLIFIERS 


By ARTHUR E. THIESSEN 


OWEVER much engineering de- 
H velopment the manufacturer 
of an audio-frequency ampli- 
fier expends on its design, there remains 
the problem of comparing the perform- 
ance of the quantity-produced unit with 
that of the laboratory model. Without 
rigorous inspection some defective units 
are likely to reach the user, which makes 
necessary expensive replacements and 
breeds ruinous ill will. 

Some manufacturers check the com- 
ponent parts before assembly and 
follow this with a_ supplementary 
“ try-it-and-see-if-it-works”’ test. This, 
however, is only partially satisfactory 
because errors in assembly may still 
creep in and because any kind of a 
trial inspection requires highly-com- 
petent, specially-trained inspectors if 
the tests are to mean anything. Even 
then, it is doubtful whether any listen- 
ing test can be relied upon to detect 
small abnormalities in the_performance 
of a high-quality amplifier under pro- 
duction conditions. 

When preparing to manufacture 
their new radio receivers, the Victor 
Talking Machine Company realized 
the importance of thorough inspection 
and the limitations of the usual 


methods. They asked the General 
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Radio Company to build suitable test 
equipment, and the engineering de- 
partments of the two organizations 
collaborated on the design of the audio- 
frequency amplifier test set that is 
described here. It makes possible a 
speedy and accurate test and is capable 
of operation by an inspector with no 
special training. 

The most important characteristics 
of an amplifier’s performance are its 
ability to show the required amount 
of gain or amplification over the de- 
sired frequency range and to deliver 
the required amount of power without 
overloading. It was decided that the 
test of the Victor Company’s amplifiers 
should include an accurate measure- 
ment of both these quantities. 

The method chosen for making the 
test for gain is based upon one some- 
times used for making measurements in 
the laboratory. Figure 1 shows it in 
schematic form. An oscillator operating 
at the test frequency supplies energy 
through a calibrated attenuation net- 
work to the amplifier, in the output 
circuit of which is connected a suitable 
load and a meter for measuring the 
voltage drop across it. The network is 
adjusted until the voltage across the 
load is equal to that measured across 
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the input terminals of the network. 


Then, if all the terminal impedances | 


between units in the circuit have been 
properly matched,* the gain of the 
amplifier is equal to the attenuation or 
loss in the network. The complete 
gain-frequency characteristic is ob- 
tained by repeating this measurement 
at as many test frequencies as neces- 
sary. 
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Ficure 1. Outline chart and power level diagram 

for the gain-measuring method used in the 

amplifier test set. All impedances are assumed 
to be matched 


The overload-level test is also based 
upon a laboratory method for deter- 
mining where further increases in the 
input of the amplifier fail to produce 
proportional increases in the power 
output. The overload level is the ratio 
(expressed in decibels) of this power 
output to the standard reference level 
or normal test outputf of 50 milliwatts. 

The audio test panels as constructed 
are shown in the schematic diagram 
of Figure 2. A Hartley oscillator de- 
livers voltages at each of five selected 
frequencies (40, 100, 400, 2500, and 
6500 cycles) covering the audio-fre- 
quency band. At each of these fre- 





* This requirement makes necessary the im- 
pedance Z. If the oscillator output voltage be 
maintained constant as shown by the volt- 
meter, the network behaves as though it were 
working out of a power source of constant in- 
ternal electromotive force and internal im- 
pedance Z. See K. S. Johnson, Transmission 
Circuits for Telephonic Communication (New 
York: D. Van Nostrand Co., 1925), Chapter 
VIII, in particular. 

tI. R. E. Standard. See Year Book of the 
Institute of Radio Engineers (New York, 1929), 


p. 107. 


quencies the voltage of the oscillator 
is made the same by an adjustment of 
the respective feedback resistances. 

From the standpoint of the in- 
spector using the test set, it is desirable 
that the power output of the am- 
plifier be constant at every one of the 
test frequencies, in spite of the fact 
that the amplifier gain is different for 
each one. Then it is only necessary for 
him to note whether or not the load 
voltmeter deviates from a fixed value 
marked upon the dial in order to tell 
whether or not the amplifier is up to 
standard. This is accomplished by in- 
serting enough attenuation ahead of 
the amplifier to make the output the 
same at each frequency. This is the 
function of the compensation network 
shown in Figure 2. Both the frequency 
change and the throwing in of the 
proper compensation network are 
made by means of the large hand- 
wheel at the left of the panel shown in 
Figure 3. 

An alternating-current-operated vac- 
uum-tube voltmeter is used to measure 
the voltage across the load and to 
check occasionally the output voltage 
of the oscillator. It is sufficiently sen- 
sitive to indicate deviations of am- 
plifier gain from normal by as little 
as one or two decibels. The voltmeter 
is the one in the center of the panel. 

The input and output networks for 
making the overload-level test are 
controlled by the other hand-wheel. 
As its pointer is moved from left to 
right in ten successive steps, an at- 
tenuation of two decibels per step is 
inserted ahead of the amplifier, and, 
simultaneously, the same amount 1s 
removed from the output circuit. So 
long as the amplifier is operating below 
its overload level, the reading of the 
voltmeter remains fixed, but, when 
overload occurs, further increases of 
input fail to produce proportional in- 
creases in the output power. Thus, the 
overload level is indicated when the 
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FicureE 2. Schematic diagram of the test panel for making rapid measurements of gain and overload 
level in amplifiers 


output voltage begins to drop off as 
the test switch is advanced. 

In testing an amplifier under working 
conditions, it is merely necessary to 
connect it to the test panel by means 
of a set of flexible leads. With the over- 
load-level switch set at zero the gain 
test 1s made at each of the five test 
frequencies, and, if the reading of the 
output voltmeter does not deviate 
from standard by more than a specified 
tolerance, the amplifier has been shown 
to have a gain-frequency characteristic 
like that of the laboratory model. 
The next step is to set the frequency 
control at some point — 400 cycles, 
for example — and to advance the over- 
load-level switch until the output volt- 
age begins to fall off. The setting of the 
switch where this occurs indicates in 
decibels the overload level of the am- 
plifier referred to the reference level. 


Figure 3. The audio- 
amplifier test set as 
built by the General 
Radio Company for 
the Victor Talking 
Machine Company 


TEST FOR GAIN 


At the extreme lower right of the 
panel, next to the toggle switch for 
controlling the power supply to the 
test set, may be seen two key switches. 
One of these throws the voltmeter from 
the amplifier output circuit to the out- 
put of the oscillator for checking its 
voltage. 

Since the audio amplifier is in- 
tended for use in conjunction with a 
phonograph pickup (low impedance) 
as well as the detector tube of the radio 
receiver, its input circuit has a low- 
as well as a high-impedance winding. 
Gain and overload-level tests are made 
for each winding, and the second key 
switch makes the necessary internal 
changes in the test panel. 

By means of this extremely rapid 
check practically all of the possible 
errors 1n construction will have been 
shown up. When the first production- 
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built amplifiers were being tested, 
several were found to have a sub-nor- 
mal amount of gain in the middle of 
the frequency band. Checking them 
upon the elaborate laboratory gain- 
measuring set proved that the test 
panels were operating correctly, but 
the trouble could not be traced to any 
fault in the amplifier until it was dis- 
covered that the lower-grade wax used 
for impregnating the power trans- 
formers had been inadvertently used 
in the inter-stage coupling trans- 
formers. It is highly probable that a 
simple listening test would not have 
found the trouble, yet the accident is 
one that could happen in any assembly 
plant. 

By the use of the General Radio 
Company’s test panels, the Victor 
Company makes its production with 
great speed and accuracy and with 
a consequently low unit cost of test. 
The average time necessary for a com- 
plete check is about one minute, and 
the amount of deviation from standard 
is held to a tolerance of one and one- 
half decibels. This test compares 
favorably in accuracy with the more 
elaborate laboratory measurements re- 
quiring considerably more time, equip- 
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ment, and technical skill. Such high 
accuracy is justified, for there is no 
excuse for the manufacturer making 
heavy investments in research and 
quality materials unless he is sure that 
the finished amplifier 1s as good as the 
approved laboratory model. 

In addition to the check upon the 
completed amplifier, all of the com- 
ponent raw materials are tested before 
assembly. All input, interstage, and 
output coupling transformers are in- 
serted in amplifiers of known excel- 
lence which are then tested on the 
test panel. If the amplifier shows 
normal performance, the transformers 
are shown to be satisfactory. 

Ten of these amplifier test panels 
have been built for the Victor Com- 
pany and five more are now in process. 

The flexibility of the test set makes 
it adaptable for use with almost any 
audio-frequency amplifier, and it may 
be readily altered to take care of such 
changes in the design of the amplifier 
that may be made after production 
has begun. The method of working 
out the problem is general enough to 
show definitely that laboratory methods 
can successfully be applied to produc- 
tion tests. 





Ficure 4. Four of the six audio-amplifier test panels as used by the Victor Company for making 
production inspection tests on completed amplifiers 
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NEW TESTING INSTRUMENTS FOR THE RADIO 
SERVICE LABORATORY 


Show in Chicago early this month 

and in its advertising, the General 
Radio Company announced that sev- 
eral new items of test equipment for 
the radio service man were being 
developed. So many requests for in- 
formation have been received that 
the following descriptions are being 
published, even though all three 
instruments are still in our laboratory 
undergoing their final tests. These speci- 
fications must, therefore, be regarded 
as preliminary and subject to revision 
before they are formally announced. 


[: its exhibit at the R. M. A. Trade 


Type 486 Output Meter 


This instrument will be suitable for 
measuring the power output of a radio 
receiving set at any frequency in the 
audio-frequency band. It will consist 


of a 4000-ohm resistor for replacing 


the speaker or output transformer and 
an alternating-current voltmeter of 
the copper-oxide-rectifier type con- 
nected across it. The voltmeter has a 
full-scale reading of 3 volts, but multi- 
pliers placed in circuit by a switch 
make it possible to increase this range 
by 5, 20, and 50 times to a maximum 
of 150 volts. The Type 486 Output 
Meter will, therefore, be capable of 
measuring any power output up to 
5.6 watts. 

Delivery upon this instrument has 
been set for August 1. A full descrip- 
tion is scheduled to appear in the July 
issue of the Experimenter. The price 
will be $34.00 and the code word 
MALAY. 

Type 360 175 & 180 K.C. Test 

Oscillator 

This instrument will replace the 
Type 320 180 K.C. Test Oscillator built 
by the General Radio Company for 


aligning condensers and for neutral- 


izing and making continuity tests upon 
superheterodyne receivers having an 
intermediate-frequency of 180 kilo- 
cycles. The new one will consist of a 
modulated vacuum-tube oscillator cap- 
able of furnishing test signals at any 
frequency in the broadcast band as 
well as at the two high frequencies 
mentioned in its formal title. 

It will be operated by batteries. An 
output meter of either the copper- 
oxide-rectifier type or the thermogal- 
vanometer type will be mounted in 
the cabinet which will be approxi- 
mately 1034 by 1034 by 7 inches. 


Type 404 Service Test Oscillator 


This instrument is intended for the 
usual aligning of tuning condensers, 
neutralizing, and the making of con- 
tinuity tests on radio receivers, but it 
will, in addition, make it possible for 
the dealer and the service man to 
make tests for receiver sensitivity. 

It will have a modulated vacuum- 
tube oscillator capable of being oper- 
ated at any frequency in the broadcast 
band. Across the output of this oscilla- 
tor will be connected an attenuator or 
voltage divider so that known radio- 
frequency voltages may be impressed 
upon the input circuit of the receiver. 
By measuring output power (with 
the Type 486 Output Meter, for ex- 
ample) an approximate frequency- 
response curve may be obtained for 
the receiver. 

It will be operated from the 110-volt 
alternating-current power supply. The 
cabinet will be approximately 1034 by 
1034 by 7 inches. 

No estimates of price or of delivery 
date on either oscillator can be made at 
the present time. Full information will 
appear in the Experimenter as soon as 
it is ready. 
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DIRECT-CURRENT AMPLIFIER 


DESIGN 


By CHARLES E. WoRTHEN 


MEANS of magnifying the inten- 
A sity of slowly-varying voltage 
pulses is often needed in ex- 
perimental work. Amplifiers for tele- 
vision and for vacuum-tube volt- 
meters must respond to low frequencies 
and to direct current (zero cycles per 
second), but the usual types of audio- 
frequency amplifiers are not suitable 
because they do not operate effectively 
at frequencies much below 25 cycles 
per second. 

Although there is nothing particu- 
larly new about a direct-current am- 
plifier, we are describing here one of 
two stages built by the General Radio 
Company, because it presents an in- 
teresting example of amplifier design 
(see Figure 1). It was to be used in con- 
junction with an electrocardiograph, an 
instrument used by the medical pro- 
fession in the study of heart action. 
During the heart beat potential differ- 
ences of the order of a few millivolts 
appear between active and inactive 
heart muscle. These voltages are ap- 
plied to the input of an amplifier and 


passed on to an Ejinthoven (string- 
type) galvanometer for recording. 

Krom the schematic diagram of 
Figure 2 it may be seen that this am- 
plifier is of the resistance-coupled 
type in which the grids of the vacuum 
tubes are held at the proper operating 
potential by means of batteries instead 
of the usual blocking condensers and 
grid leaks. With no signal voltage ap- 
plied across the input terminals, each 
tube 1s operating at a suitable point on 
the linear portion of its grid-voltage 
plate-current characteristic. A voltage 
applied to the grid of the first tube 
causes a change in its plate current 
which, 1n turn, produces a change in the 
voltage drop across the plate resistor 
R, and alters the grid bias of the 
second tube. This produces a change in 
the plate current of the second tube 
and a change in the voltage across the 
output circuit. A scheme for balancing 
out the steady plate current of the 
second tube in the output circuit is 
provided. It will be described later. 

If the proper operating points have 





FicurE I. A two-stage direct-current amplifier, a piece of special equipment built by 
the General Radio Company 
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Figure 2. Circuit diagram of the direct-current 
amplifier of Figure 1 








been chosen, the change in plate volt- 
age in each tube is greater than the 
grid voltage change. The amount of 
this amplification depends upon the 
value of plate resistors used as well as 
upon the operating points chosen. The 
over-all amplification will, in general, 
be less than the product of the amplifi- 
cation factors of the tubes. It should 
also be noticed that successive voltage 
changes are out of phase by 180 de- 
grees. If the change on the grid of the 
first tube be in a positive direction, 
that on the second grid is in the nega- 
tive direction. This fact might be an 
important consideration when deciding 
whether an amplifier should consist of 
an even or an odd number of stages. 

The considerations involved in the 
design of a direct-current amplifier can 
be better understood by means of the 
graphic analysis of Figure 3. This 
analysis holds only for small values of 
applied voltage on tubes biased to 
operate on the linear portions of their 
characteristics. The grid-voltage-plate- 
current characteristics are plotted as 
shown, that of the second tube being to 
the right of and above the first. If the 
two operating points are 4 and C, lines 
drawn from these points perpendicular 
to the axes will intersect at B. 

For a given value of Ri, the drop 
across it is JR. Through B, then, 


draw a line intersecting the voltage 


I 
axis at an angle equal to tan-!—. 
1 


From the geometry of the figure it is 
then evident that the distance sub- 
tended by this line on the voltage axis 
is equal to Jpkj. Since this gives the 
grid of the second tube too large a 
negative bias, the battery F; supplies 
enough positive bias to bring the grid 
to the selected operating point. Re- 
ferring again to the diagram, it may be 
seen that F,—ImRi=Eg. This gra- 
phic analysis makes it possible to study 
the effect of changing the values of the 
batteries andof R,. Itisextremely useful 
in designing direct-current amplifiers. 
In order that no current shall flow 
in the output circuit except when a 
voltage is applied to the input, the 
steady plate current in the second tube 
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Ficure 3. Graphic analysis for a two-stage 
direct-current amplifier 


is balanced out. Referring to Figure 2, 
the balancing resistor R, is made equal 
to the plate resistance of the second 
tube, and the balancing battery £; is 
made equal to the battery £4. Under 
these conditions, no voltage appears 
across the output circuit unless one is 
applied to the input. A zero-center 
galvanometer is provided in the in- 
strument for indicating the balance 
condition. 





MISCELLANY 
By Tue Epiror 


ITH this number, the first of 

\ Volume IV, the General Radio 
Experimenter appears in a new 

format. The new page is only one-half 
as large as the old one (6 inches by g 
inches instead of g inches by 12 inches), 
but doubling the number of pages 


makes it possible to include as much 


“With an input of 15 db at 30 cycles 
the inductor motor moves a ten-inch 
cone one-eighth inch.” (b) “In all [of 
the author’s] loud-speaker response 
curves, the sound intensity in db was 
plotted against frequency.’ 

The decibel is, by definition, a 
measure of a ratio between two 


material as_ before. 
Besides making it 
easier to handle, the 
smaller size brings 
the Experimenter 
more nearly into 
uniformity with 
other publications 
which the reader 
keeps for reference. 

No other radical 
changes either in the 
editorial or the dis- 
tribution policies are 
contemplated. 
There is no sub- 
scription fee, and we 
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ARTHUR E. THIESSEN, 
Bachelor of Engineering, Johns 
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1926-1928, Bell Telephone Lab- 
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Engineering Department, Gen- 
eral Radio Company. 

CHARLES E. WORTHEN, 
Bachelor of Science, Massa- 
chusetts Institute of Tech- 
nology, 1928. 1928 to date, 
Engineering Department, Gen- 


amounts of power, 
the number of deci- 
bels corresponding 
to a power ratio 
being given by d= 
10 logy, where 7 is 
the ratio. Obviously, 
specifying a power 
input or an intensity 
of sound in decibels 
is as devoid of mean- 
ing as the statement 
that the power input 
to a motor is 9§ per 
cent. We admit, 
however, that “‘deci- 
bel’’ does sound 





ask only that our 
readers express a de- 





eral Radio Company. 


more impressive. 
It is possible, of 








sire to continue 
upon the mailing list by returning the 
card sent out once each year. This 
year’s card will go out sometime during 
the summer. 

*K *K * * 

The following excerpts from recent 
issues of one of the popular magazines 
arouse us sufficiently to suggest that 
their editors encourage contributors to 
show more respect for the decibel: (a) 


course, to express an 
amount of power as so many decibels 
“above” or ““below”’ a specified amount 
of power called the zero or reference 
level, but so many different reference 
levels are in use that it is always well 
to state which one is being used. In- 
cluding it takes only a little more 
effort on the part of the author and 
greatly minimizes the chance of mis- 
leading the reader. 


The General Radio Experimenter is published 
monthly to furnish useful information about the 
radio and electrical laboratory apparatus manu- 
factured by the General Radio Company. It is 
sent without charge to interested persons. Re- 
quests should be addressed to the 


GENERAL RADIO COMPANY 
CAMBRIDGE A, MASSACHUSETTS 
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